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Dear Editor, We would like to compliment Wright et al. (2016) for their extensive data which can aid ongoing research in a very important field and like to share a number of important considerations.
Multiple generations of video microscopy techniques are available for the assessment of the microcirculation. The first video microscopy technique is based on orthogonal polarization spectral (OPS) imaging (Groner et al. 1999) . The reported Microscan (Microvision Medical) is a second generation video microscopy which operates with sidestream dark field (SDF) imaging ). This technique is superior to OPS imaging in capillary contrast and quality (Groner et al. 1999) . However, unlike stated in the introduction, SDF imaging neither uses polarized light nor is it fitted with a polarized filter, this is the case in OPS imaging which is another technology. We are confused therefore which technique is used for this study of Wright, because both generations are referred to in the third paragraph of the introduction. It is also worth mentioning that, recently, a third-generation technique based on incident dark field illumination (IDF) became available (Aykut et al. 2015) . This technique provides better image quality and detects more capillaries compared with SDF imaging and has already been validated for use in adults and neonates (van Elteren et al. 2015) . This should be noted in the shortcomings of their study as the capillary density they report with SDF imaging may in fact be much larger.
Secondly, we have some questions about the reported results. It seems arguable that mean values of vessel perfused length are higher than mean values of vessel length, for example, large vessel length (Table 2 ). It seems unlikely that more vessel length is perfused than the actual length of the vessel?
In the consensus statement for microcirculatory measurements the equation for PVD is formulated as follows: perfused vessel density (PVD)(mm/mm 2 ) = total vessel density (TVD)(mm/mm 2 ) * proportion perfused vessels (PPV) Table 2 . Furthermore, it is unlikely to have a mean value of All vessels PPV of 100% if the mean value of Small vessels PPV is lower than 100%, considering that the calculation of All vessels PPV also includes the proportion of perfused small vessels. The observed issues may reflect the use of different definitions for the same variable. Therefore, it would be helpful to know which definitions were used (De Backer et al. 2007; Bezemer et al. 2008) . The reported data could certainly be valuable for future research on the neonatal microcirculation. Hence it is necessary to clearly state which technique is used to assess measurements and to clarify the abovementioned issues in the results.
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